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bstract

An l-glutamate biosensor modified by cation exchanger membrane on a palladium (Pd) electrode was designed for the purpose of preventing
nterferences and electrode fouling during the measurement of serum AST and ALT activities. The rate of signal increase obtained by our sensor for
he determination of AST and ALT activity was 0.259 and 0.596 nA/min U−1 l and the response of the sensor to AST and ALT activity were linear
ver the range of 8–200 and 8–250 U l−1, respectively. Both AST and ALT activities could be measured sequentially by injecting the serum into a
olution containing l-aspartate and �-ketoglutarate. The rate of current increase was relative to AST activity. The activity of ALT was sequentially
etermined after addition of l-alanine into the solution. The change in the current increase rate after the addition of l-alanine was proportional
o the ALT activity. By using the proposed biosensor, the interference of 1 mM ascorbic acid was negligible on a dynamical aminotransferase

etermination when the dynamic data are taken after the steady state of an elevated baseline has been reached. The proposed l-glutamate biosensor
rovides adequate sensitivity for the measurement of AST and ALT and is expectable to be applied for rapid blood screening of AST and ALT
ctivity in clinical sample.

2007 Elsevier B.V. All rights reserved.
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. Introduction

The activities of AST and ALT in serum are important indi-
ators of liver function and several other symptoms (Rietz
nd Guilbault, 1975; Karmen, 1955; Reitman and Frankel,

957; Clark, 1987). Voluntary blood donation has been imple-
ented successfully in Taiwan. However, a total of 211 (3.3%)

n 6484 blood donors detected to be elevated in ALT levels
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y serological tests (Shi, 1997). Since the blood with high
LT levels have to be discarded, as they are unsuitable to
e used for blood transfusion. Thus, a rapid and low cost
evices for rapid blood screening of ALT activity in routine
lood donation is needed. This will reduce the expenses for
he blood donation. Although portable amperometric biosensor
hat uses glucose oxidase has been commercialized for mon-
toring diabetes (Magner, 1998), amperometric biosensors for
he measurement of aminotransferase activity are still poorly
eveloped.

The enzymatic reactions of AST and ALT may be summa-
ized as follows (Rietz and Guilbault, 1975).

-aspartate + �-ketoglutarate
AST−→oxaloacetate + l-glutamate
(1)

-alanine + �-ketoglutarate
ALT−→pyruvate + l-glutamate (2)

mailto:tommy.first@msa.hinet.net
mailto:chenyuan@ntu.edu.tw
dx.doi.org/10.1016/j.bios.2006.12.001
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When using an amperometric sensor to measure enzymatic
ctivity, follow-up reactions, where hydrogen peroxide is a final
roduct is required (Nagy et al., 1998). We can achieve this by
urther oxidation of l-glutamate or pyruvate after the ALT and/or
ST catalytic reaction (Issberner et al., 2002; Chang et al.,
003). GLOx-based electrodes have the following advantages
ver pyruvate-sensing electrodes (Nagy et al., 1998; Kihara et
l., 1984a,b; He and Chen, 1997) for the measurment of amino-
ransferase: (1) GLOx is far more stable than pyruvate oxidase
pon storage (Mizutani et al., 1998), (2) no reagents other than
n oxygen-containing buffer solution are required for operat-
ng GLOx-based electrodes, whereas the addition of cofactors
i.e. thiamine pyrophosphate and Mg2+) is required for the use
f pyruvate oxidase-based electrodes (Mizutani et al., 1998;
ollenberger et al., 1989; Compagnone et al., 1992; Cooper

t al., 1991; Kusakabe et al., 1983) and (3) the electrode uses
nly one enzyme, the manufacture of which is simpler than elec-
rodes using oxalacetate decarboxylase and pyruvate oxidase on
he same electrode. Therefore, l-glutamate sensor was use for
he measurement of aminotransferase.

As described above, amperometric biosensors for the mea-
urement of aminotransferase activity are still poorly developed.
mong the limited number of reports, Cooper et al. (1991)
eveloped an l-glutamate biosensor by passive adsorption of
he enzyme onto the electrode surface. Compagnone et al.
1992) and Mizutani et al. (1998) reported permselective mem-
rane based on the solute size with cutoff of 100-Da to protect
he electrode from the interference of ascorbic acid for the

easurement of aminotransferase activity. However, the cali-
ration curve must be adjusted after every five analyses because
esponse decreases continuously (Compagnone et al., 1992).
he electrochemical oxidation of ascorbic acid generates the
ehydroascorbic acid which can be adsorbed over the electrode
Matos et al., 2000; Arya et al., 2000; Pournaghi-Azar and Ojani,
997; Moussyd et al., 1993; Geise et al., 1991), which may
ccount for the decreasing in response. Palladium electrode,
pposite to the most common electrodes, was also reported able
o prevent the fouling of the electrode in solutions containing
ric acid, ascorbic acid and urine samples (Matos et al., 2000;
ohnston et al., 1995; Lim et al., 2005).

In this study, a biosensor composed of immobilized l-
lutamate oxidase in a photo-crosslinkable polymer membrane
n a Nafion coated palladium electrode was fabricated to pre-
ent interferences and electrode fouling for the kinetic-based
easurement of serum AST and ALT activities. The sensitivity

f proposed biosensor for the measurement of AST and ALT
ctivity was also evaluated and compared with other biosensor
escribed in literature.

. Materials and methods

.1. Reagents and materials
Bovine serum albumin (BSA), monosodium glutamate
MSG), l-alanine, l-aspartate, glutaraldehyde, �-ketoglutarate
�-KG), human sera, ALT (EC 2.6.1.2, from porcine heart) and
ST (EC 2.6.1.1, from porcine heart) were purchased from

t
A
e
a

electronics 22 (2007) 2914–2920 2915

igma Chemical Co. (St. Louis, USA), and PVA-SbQ (degree
f polymerization 1700, degree of saponification 87%) was
urchased from Toyo Gosei Kogyo Chemical (Tokyo, Japan).
afion (perfluorinated ion-exchange resin, 5% (w/v) solution

n lower alcohol/water) was purchased from Aldrich (Stein-
eim, Germany) and used as supplied. The enzyme l-GLOx
EC 1.4.3.11) was produced from Streptomyces sp. NTU 3304 in
ur laboratory. The palladium strip electrode was obtained from
oehringer-Mannheim. All other reagents were of analytical
rade.

.2. Electrode modification

A commercial glucose test strip (Boehringer-Mannheim)
onsisting of two palladium strip electrodes was used. The elec-
rodes of the test strip are insulated with PVC except for the
nzyme-loaded pad and connecting area. The enzyme-loaded
ad is covered with dried enzyme and a number of additives to
ct as the reaction area. The connecting area is used to connect
hese electrodes to the glucose meter.

In this study, the palladium connecting strip of the commer-
ial electrode were used as electrode by cutting off the enzyme
oaded pad. The prepared palladium strips were then modified
nd connected to a laboratory-built potentiostat as the work and
ounter electrodes. The l-GLOx was then immobilized onto the
onnecting area of the commercial electrode.

.3. Enzyme immobilization

Prior to enzyme immobilization, the Nafion membrane was
laced on the electrode by covering the working area with
.5 �l of ethanolic solution containing 5 wt.% of Nafion and
ried for 8 h at room temperature. The enzymes were immo-
ilized by a combination of PVA-SbQ photocross-linking and
lutaraldehyde exposure. The enzyme solution with activity of
0 U ml−1 was prepared by mixing 50 mg PVA-SbQ, 10 mg BSA
nd 140 mg of l-GLOx with activity of 100 U ml−1 and 1 �l
f this mixture was deposited onto the active area of the elec-
rode, the sensor was then placed in a dark sealed box containing
lutaraldehyde vapour. The box was kept at 4 ◦C for 12 h to com-
lete crosslinking, then the sensor was exposed to UV light for
5 min.

.4. Apparatus and procedure

Amperometric measurements were performed using a
aboratory-built potentiostat. Input and output signals from
he potentiostat were coupled to a PC (Pentium 166 MHz)
sing a peripheral interface card (AT-MIO-16E, National Instru-
ents, Austin, Texas, USA). The interface card consisted of
16-channel analog-to-digital (A/D) converter (12 bit) and a

-channel digital-to-analog (D/A) converter (12 bit). Voltage
utput, data display and recording were programmed using

he LabVIEW 5.1 software package (National Instruments,
ustin, Texas, USA). All measurements were taken with a three-

lectrode system using an Ag/AgCl electrode as a reference
nd a modified commercially palladium strip (4.8 mm2) as the
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Fig. 1. Effect of substrate concentration on the response of the l-glutamate
sensor for 100 �M MSG. (�) l-Alanine; (�) l-aspartate; (�) �-ketoglutatate.
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orking and counter electrodes. The sensor exhibited an anodic
esponse to hydrogen peroxide starting at +0.2 V, reaching its
iffusion current limit at about +0.4 V. In order to minimize the
nterference from electro-active species (e.g. ascorbic acid and
ric acid), an operation potential of +0.4 V versus Ag/AgCl was
elected for the following tests. The working solution was 9.9 ml
BS buffer (pH 7.0) in a cylindrical cell, with temperature con-

rolled using a thermostat. All experiments were carried out at
5 ◦C after consideration of normal body temperature and the
tability of the electrode at this temperature. For the amperomet-
ic measurement of MSG, 0.1 ml of MSG solution was injected
nto the test solution using a microsyringe when a steady state
f the testing-system had been obtained. The baseline current
as measured, and then, following the injection of MSG, the

esponse current was displayed and simultaneously logged by
he computer until a steady state was achieved. Magnetic stir-
ing during the operation was used to ensure the homogeneity
f the solution. The difference between the baseline and the
teady-state current was used to calculate the concentration of

SG.
For the determination of AST and ALT activities in serum,

nless otherwise stated, all the solutions used in ALT deter-
inations were prepared with 100 mM PBS buffer (pH 7.0)

ontaining 1 mM �-ketoglutarate and 100 mM l-alanine as sub-
trates. The measurements with AST were made in 100 mM pH
.0 PBS buffer containing 1 mM �-ketoglutarate and 25 mM l-
spartate. Commercial preparations of porcine heart ALT and
ST dialysed against the appropriate buffer to remove ammo-
ium sulfate prior to spiking into the serum samples. A given
olume (4 ml) of buffered substrate-containing reagent solution
as added into the reaction cell and in contact with the elec-

rodes. The cell was closed and connected to the measuring
pparatus. The amperometric current was recorded continuously
t 0.4 V working electrode potential. After the current decreased
o its low initial or background level, solution doses of known
ST and/or ALT activity, typically in 1 ml aliquot, was added

nd evenly distributed by the magnetic stirrer in the reaction cell.
he current–time curve was recorded. The initial rate of current

ncrease, which was recorded two minutes after the serum sam-
le was added, was compared with the responses obtained for
tandard solutions determined by the Sigma AST or ALT assay
it, to determine a calibration graph. For sequential determina-
ion of AST and ALT, l-alanine was added into the reaction
ell after the measurement of AST activity as described above.
he current–time curve was recorded. The different in slope
etween before and after adding l-alanine was relative to the
LT activity.

. Results and discussion

.1. The measurement of ALT and AST activities

As shown in Fig. 1, the sensitivity of our l-glutamate sen-

or was inhibited by �-ketoglutarate and l-aspartate, and also
nhibited by a high concentration of l-alanine. An optimum
oncentration of substrate was required to achieve a maximum
ST and/or ALT sensitivity. When adding ALT standard solu-

a
b
a
g

he experiments were operated in 0.1 M PBS, buffer (pH 7.0) at 35 ◦C. The
olarizing potential applied to the sensor was 0.4 V vs. Ag/AgCl. Each data is
he mean value of three measurements.

ions into the working solution in the reaction cell, the current
ncreased with extension of reaction time. The optimal ration of
-alanine and �-KG regarding sensor sensitivity was made at a
oncentration of 30 U l−1 GPT by adding 2 ml of GPT standard
olution into 4 ml of the working solution in the reaction cell. The
nal concentration of �-KG in the working solution was varied

n the range from 0 to 15 mM while the l-alanine concentra-
ion was 100 mM. The maximum sensitivity was obtained when
he �-KG concentration in the working buffer was 1 mM. When
he measurements were made at a concentration of 100 U l−1

LT, where the l-glutamate/�-KG ratio is changed, the opti-
um dose of �-KG and l-alanine concentration changed to 3

nd 100 mM, respectively. Considering the sensitivity of our l-
lutamate biosensor for the determination of low ALT activity,
ose of 1 mM �-KG and 100 mM l-alanine were used for the
ollowing experiments. The current increased rate of the sensor
o ALT activity is linear over the range of 8–250 U l−1. Good
orrelation between the sensor and the Sigma ALT assay kit
as achieved (Y0 = 0.5955X0 − 5.7318; R2 = 0.9958) (Table 1).
he within electrode reproducibility of the sensor showed good

esponse for 20 U l−1 ALT on eight detections of the experiment,
nd yielded a relative standard deviation of 4.75%.

The optimal substrate composition for measuring AST activ-
ty was also studied. A standard AST solution concentration
f 30 U l−1 was injected into the working solution. The opti-
um substrate concentration for measurement of AST activity
as 1 mM �-ketoglutarate and 25 mM l-aspartate. Fig. 2 shows

mperometric current–time response curves for determining
ST activity. The dynamic data are taken after the steady state
f an elevated baseline has been reached. The slopes of the
urrent–time transients were proportional to the AST activities.
he responses were similar with the results of the measurement
f ALT enzymatic reaction. Except under conditions of low AST
ctivity (e.g. 50 U l−1) which shows the current decrease imme-
iately after the serum was injected into the buffered l-aspartate

nd �-ketoglutarate-containing solution. This decrease is caused
y the dilution of l-aspartate when the serum sample was added,
nd the consequent reduction in the background current. A 2-min
ate time elapsed before the current began increasing linearly
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Table 1
Sensitivity of the enzyme electrode for the measurement of MSG, AST, ALT activities

Regression equation Sensitivity (nA/min U−1 l) Range (U l−1) Sensitivity (nA/�M MSG) Interference exclusion Reference

AST: Y1 = 0.259X1 − 0.7178 0.259 (R2 = 0.996) 8–200 12.1 Nafion (A)a

ALT: Y0 = 0.596X0 − 5.7318 0.559 (R2 = 0.998) 8–250

AST: Y3 = 0.008X3 − 0.45 0.008 <1700 Not shown – (B)b

ALT: Y4 = 0.012X4 + 0.46 0.012 <1700

AST: Y = 0.04X − 0.2 0.04 5–1200 0.001 Cellulose (C)c

ALT: Y = 0.09X − 5.2 0.09 5–1200 Acetate

ALT: Y = 0.0576X + 0.706 0.058 <200 Not shown – (D)d

a Results obtained from presented biosensor (n = 10).
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agree with the findings of previous studies, which exhibited a
significantly increased response for measurement of ALT enzy-
matic reactions when applied to working solutions containing
b Measurement were carried out at a poly(vinyl chloride)/pyruvate oxidase an
c Measurement were carried out at a cellulose acetate membrane/l-glutamate
d Measurement were carried out by adding lactate dehydrogenase, NADH, �-

ith the extension of reaction time. Accordingly, the rate of
ncrease in the current was measured from two minutes after
he sample was added to detect AST activity. The AST activity
an be determined within 4 min. The slopes (nA/min) obtained
rom various AST standard solutions were plotted against the
ST activity determined by the AST assay kits over the range
f 8–200 U l−1 (Y1 = 0.259X1 − 0.7178, R2 = 0.998, n = 10) to
ield a calibration graph (Table 1). The within electrode repro-
ucibility of the sensor showed good response for 50 U l−1 AST
n eight detections of the experiment, and yielded a relative
tandard deviation of 3.03%.

.2. Sequential determination of AST and ALT activity

This study performed sequential determination of AST and
LT activity by adding l-alanine into the reaction cell after

he measurement of AST activity. A sample containing 50 U l−1

ST and 50 U l−1 ALT was injected into the buffered l-aspartate

nd �-ketoglutarate containing solution. This procedure yielded
current–time curve with a current increase rate (slope) of

2.6 nA/min (Fig. 3A), which agreed with the calculation result
rom using the regression equation derived from the mea-

ig. 2. Current–time curves for the l-glutamate sensor by adding 50, 100 and
00 U l−1 AST to the buffered l-aspartate and �-ketoglutarate solution. The sen-
or was operated in 0.1 M PBS buffer (pH 7.0) containing 1 mM �-ketoglutarate
nd 25 mM l-aspartate at 35 ◦C. The polarizing potential applied to the sensor
as 0.4 V vs. Ag/AgCl.

F
A
5
s
2
a

lacetate decarboxylase co-immobilizes electrode (Kihara et al., 1984a,b).
se and polycarbonate membrane electrode (Compagnone et al., 1992).
nd l-alanine in solution (He and Chen, 1997).

urement of AST as described above (Table 1). Five minutes
ollowing sample injection, l-alanine was added to the solution
t concentrations of 100, 50 and 20 mM, respectively. When
00 and 50 mM l-alanine were tested, the slope of current–time
urve did not increase, but increased 3.8 nA/min when 20 mM
-alanine was used (Fig. 3A). Therefore, the substrate concentra-
ions of 100 and 50 mM l-alanine were unsuitable for sequential
etermination of AST and ALT activity. This finding did not
ig. 3. Response curve of the l-glutamate sensor for sequencing detection of
ST and ALT activity in serum. The activity of AST is 50 U l−1 and ALT are (A)
0 U l−1 and (B) 300 U l−1, respectively. l-Alanine was added 5 min after the
ample added. The sensor was operated in 0.1 M PBS buffer (pH 7.0) containing
5 mM l-aspartate and 1 mM �-ketoglutarate at 35 ◦C. The polarizing potential
pplied to the sensor was 0.4 V vs. Ag/AgCl.
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does not cause any observable influence on the response of the
biosensor (data not shown). Therefore, 0.5 �l Nafion solution
was used for the fabrication of the l-glutamate biosensor in the
following experiment.

Fig. 4. (A) Response curve of the l-glutamate sensor by placing 0.5, 1.0 and
2.0 �l Nafion on top of the electrode surface. Measurements were carried out
918 K.-S. Chang et al. / Biosensors an

ore than 100 mM l-alanine (Mizutani et al., 1998; Chang et al.,
003). It is postulated that l-alanine itself only slightly inhibits
-GLOx (Fig. 1), but can synergistically inhibit l-GLOx activ-
ty when combined with l-aspartate. This is only a hytpothesis
aised by the authors and that further experiments are required
o fully study such hypothesis. To reduce the synergistically
nhibit l-GLOx by l-alanine and l-aspartate, 20 mM l-alanine
as used in the following experiment. Fig. 3B shows a sam-
le containing 300 U l−1 ALT and 50 U l−1 AST was added and
venly distributed via the magnetic stirrer in the reaction cell.
-Alanine was added into the reaction cell when the current
egan to increase linearly with time (12.6 nA/min). Upon the
ddition of l-alanine, the current–time curve slopes increased
o 93 nA/min. A slope increase of 80.4 nA/min was found, and
as caused by the ALT catalytic reaction upon the addition
f l-alanine. It shows that the ALT activity could be deter-
ined sequentially by adding l-alanine into the solution after

he measurement of AST activity. A follow up experiment for
equentially determining AST and ALT activity was presented
s follows.

For sequentially determining AST and ALT activities, a sam-
le solution containing (1) 50 U l−1 AST and 50 U l−1 ALT,
2) 50 U l−1 AST and 100 U l−1 ALT, (3) 50 U l−1 AST and
00 U l−1 ALT, (4) 50 U l−1 AST and 300 U l−1 ALT was
njected into the l-aspartate and �-ketoglutarate containing
uffer. Current–time curves with slopes of 13.5, 13.4, 12.6 and
2.4 nA/min, respectively, were obtained upon the addition the
nzyme solution. The current increased owing to the AST cat-
lytic reaction. The difference in response between AST/ALT
ontaining samples and AST containing samples was negligible
ompared with the result calculated using the regression equa-
ion obtained from the directly AST determination (Table 1).
ccordingly, the proposed sequential determination of the AST

nd ALT activity methods could be applied to AST activity deter-
ination. ALT activity was sequentially determined by adding

-alanine to the solution after the current began to increase
inearly with time. The difference in slope following the addi-
ion of l-alanine was 3.8, 11.2, 40.1 and 80.4 nA/min for 50,
00, 200 and 300 U l−1 ALT, respectively. A linear relation
Y2 = 0.3097X2 − 16.456, R2 = 0.978) was identified between
he difference in slope and the ALT activity determined using
he ALT assay kits over the range 50–300 U l−1. Compared
ith the calculation result from using the regression equation

Y0 = 0.596X0 − 5.7318; R2 = 0.996) derived from the directly
LT measurement procedure (Table 1), the results obtained
sing the proposed sequentially determined procedure were
ower than responses obtainer from the direct procedure for the

easurement of ALT activity. It is postulated that the lower
esponse may result from the l-alanine synergistically inhibit
-glutamate oxidase (l-GLOx) activity when combined with
-aspartate and that mass transfer may also contribute. No
efinitive conclusion can be taken from the results presented
nd further experiments are required. To achieve a sensitive

esponse, membrane thickness, substrate concentration and sig-
al acquisition time should be optimized since concentration
radients are generated resulting in different local concentration
ear the electrode surface. Although the l-glutamate sensor was
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nhibit by l-alanine and l-aspartate, the signal obtained using
he proposed sequentially determined procedure for determina-
ion of AST and ALT activity had 30-fold greater sensitivity than
he sensor based on oxalacetate decarboxylase and pyruvate oxi-
ase described in a previous article (Kihara et al., 1984a,b) which
ad sensitivities of 8.34 × 10−3 and 1.21 × 10−2 nA/min U−1 l
f AST and ALT, respectively. Whereas the proposed sequential
rocedure had sensitivities of 0.259 and 0.326 nA/min U−1 l for
ST and ALT, respectively.

.3. The interference elimination

Fig. 4A shows the current–time curves measured for 0.1 mM
SG solution by the l-glutamate biosensor covered with Nafion
embrane. Compared with the sensor without Nafion covered,

esponses decrease 95% and 40%, respectively when 2.0 and
.0 �l of Nafion solution was used. Apparently, the Nafion mem-
rane would add an additional diffusion barrier, thereby lower
he flux of hydrogen peroxide to the electrode surface (Zhang et
l., 1994). When the Nafion decreased to 0.5 �l, the membrane
ith 100 �M l-glutamate as substrate. (B) Response curves of the l-glutamate
lectrode exposed to (a) 0.1 mM MSG, (b) 0.1 mM ascorbic acid and (c) 0.1 mM
ric acid to the reaction cell. The Pd was modified with 0.5 �l Nafion. The sensor
as operated in 0.1 M PBS buffer (pH 7.0) at 35 ◦C. The polarizing potential

pplied to the sensor was 0.4 V vs. Ag/AgCl.
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Fig. 5. Response of the Nafion modified Pd l-glutamate sensor to (a) 50 U l−1

ALT and (b) 50 U l−1ALT mixed with 1 mM ascorbic acid. The sensor was
operated in 0.1 M PBS buffer (pH 7.0) containing 1 mM �-ketoglutarate and
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The interference eliminating effect of a Nafion membrane
o 0.1 mM ascorbic acid and uric acid is shown in Fig. 4B.
he percent of response for 0.1 mM ascorbic acid and uric
cid to that for 0.1 mM MSG (interference level) is 5% and
%, respectively. However, with conventional electrode, the
nterference levels (the ration of electrochemical response to
nterferent to the electrochemical response of glutamate for AA
nd UA were more than 100% (data not shown). It is postu-
ated that Nafion, an anionic polymer, shows significant effect
o eliminate the interference of AA and UA. This interference
evel is far from sufficient to detection glutamate concentration
n neurochemical solution where ascorbic acid levels are two
rders of magnitude greater than glutamate (Pan and Arnold,
996). However, this is not necessarily the case with the mea-
urement of ALT and/or AST activity in serum, since the
etermination of AST and ALT activities were based on kinetic-
ased electrochemical method, the concentration of l-glutamate
ncreases with the extension of reaction time. Basically, the
nterference of electrochemically active species was negligi-
le on a dynamical aminotransferase determination when the
ynamic data are taken after the steady state of an elevated base-
ine has been reached (Chang et al., 2003; Upadhyaya et al.,
006).

It is difficult to make another membrane adhere on the Nafion
embrane, a fluorine-containing material (Gogol et al., 2000).
he high viscosity of PVA-SbQ makes it possible to encapsulate

he Nafion-covered electrode strip with an immobilized enzyme
Chang et al., 2003). The PVA-SbQ membrane has been reported
o show as a protected membrane with cutoff of ca. 1000-Da
Mizutani et al., 1995). Protein and other substrate with large
olecular weight can be excluded by this membrane. Therefore,

he PVA-SbQ was used to immobilize the l-glutamate oxidase
n the surface of Nafion covered Pd electrode. In a preliminary
xperiment, the PVA-SbQ membrane could swell after it was
mmersed in the buffer, and showed a rapid response to MSG
11.65 nA/min �M) with six-fold faster than that of the freshly
abricated electrode (1.99 nA/min �M). Therefore, the electrode
ad to be immersed in phosphate buffer to achieve a rapid and
table response.

Fig. 5 shows the response curves of the proposed Nafion
odified Pd l-glutamate sensor to ALT. The current increased
ith extension of reaction time upon the adding of the 50 U l−1

tandard ALT solution (Fig. 5, line a). Current–time curve
ith a slope of 21.992 nA/min was obtained upon the addi-

ion the enzyme solution. While for the sample containing
scorbic acid, an elevation of the baseline (ca. 80 nA) was
ound (Fig. 5, line b). Despite the electrode was coated with
afion membrane, this membrane was not sufficient to pre-
ent the ascorbic acid to reach to the electrode, subsequently
ausing the increasing of current. In order to prevent the inter-
erence, data must be taken after the interference response
eaches an elevated baseline response. In this experiment, a
-min gate time elapsed before the current began increasing

inearly was required. As shown in Fig. 5, line b, a slope of
1.099 nA/min was obtained, the result revealed that the interfer-
nce of 1 mM ascorbic acid was negligible on a dynamical ALT
etermination.

t
t

k

00 mM l-alanine at 35 ◦C. The polarizing potential applied to the sensor was
.4 V vs. Ag/AgCl.

.4. Comparison of proposed l-glutamate biosensor with
ther l-glutamate biosensor for the measurement of
-glutamate, AST and ALT activity

Interestingly, comparison of the response and sensitivity
btained from proposed l-glutamate biosensor (ca. 12 nA/�M;
etection limit 0.05 �M) with that of previous article described
y Compagnone et al. (1 nA/mM; detection limit 0.5 �M, 1992)
or the measurement of l-glutamate revealed that the for-
er biosensor obtained sensitivity by 12,000-fold. However,

or the measurement of ALT activity, the proposed biosensor
0.559 nA/min U−1 l) only achieve a six-fold response than pre-
ious result (0.09 nA/min U−1 l) (Table 1). It depicts that, for the
esurement of l-glutamate, the proposed l-glutamate biosensor

s far more sensitive than that of Compagnone’s. Unfortunately,
or the measurement of aminotransferase activity, the proposed
-glutamate biosensor was restrained because the l-GLOx was
nhibited by �-ketoglutarate, thereby decreasing the sensitivity.
he sensitivity of the proposed sensor can be improved by using
ubstrate initiation procedure instead of enzyme initiation pro-
edure to prevent the inhibition of substrate. On the other hand,
or obtaining a precise result, the proposed biosensor had to take
ata after the interference response reached an elevated baseline
esponse because the Nafion film was not sufficient to prevent
he ascorbic acid to reach to the electrode. This finding conflicts
ith previous article, which obtained data as soon as the adding
f sample (Compagnone et al., 1992; Mizutani et al., 1998). It is
robable those size exclusion film described by previous article
re more efficient than Nafion membrane for the elimination of
lectrochemical active species, most of the ascorbic acid and uric
cid was trapped by the cellulose acetate (Compagnone et al.,
992) and/or polyion (Mizutani et al., 1998). Nevertheless, the
ore of those size exclusion membrane would block by ascorbic
cid and uric acid and poisoned the electrode. The reliability and
he response of such electrodes decrease with repeated use due

o the electrode fouling by oxidized ascorbic acid.

Although the proposed sensor was inhibited by �-
etoglutarate and Nafion film was not sufficient to prevent the
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scorbic acid to reach to the electrode, the proposed sensor
ossessed several advantages over other sensor reported in liter-
ture: (1) Nafion is a perfluorinated cation exchange polymer
ith a hydrophobic (–CF2–CF2–) backbone and hydrophilic

ulfonic acid groups (–SO3H) which contributes its electron-
ithdrawing effect (Anh et al., 2003). Therefore, Nafion
embrane can prevent the blocking of ascorbic acid and uric

cid. (2) Palladium electrode could effectively restrict the oxi-
ized anionic interferent to adhere on its surface, thereby the
ouling of the electrode was avoided. (3) The fabricated l-
lutamate biosensor exhibited remarkable long-term stability.
ost of the functional characteristics could be restored within

ve minutes (wet-up times) of repeated wetting and drying. (4)
he proposed procedure provides adequate sensitivity and repro-
ucibility to the measurement of AST and ALT. (5) The proposed
ensor enables users to measure both AST and ALT activities
equentially.

. Conclusions

Previous studies focused on exclusion of the electroactive
pecies from the sized exclusion membrane during the amper-
metric measurement of AST and ALT activities. However, the
roblem of electrode fouling is a critical issue which would
ause a serious decrease of the current, thereby interfering of
he response. Our preliminary results show that the described
afion modified palladium can efficiently prevent the surface

ouling problem of the electrode. Despite the cation exchange
embrane was not sufficient to prevent the ascorbic acid to

each to the electrode, we can take data after the interference
esponse reached an elevated baseline response. By using the
roposed biosensor, the interference of 1 mM ascorbic acid was
egligible on a dynamical aminotransferase determination when
he dynamic data are taken after the steady state of an elevated
aseline has been reached. The rate of signal increase obtained
y our sensor for the measurement AST and ALT activity was
.259 and 0.559 nA/min U−1 l. Signals obtained by our sensor
ere more than six-fold sensitive than the biosensor for the mea-

urement of aminotransferase described in previous paper. For
he sequentially measurement of AST and ALT activity, the
roposed method had 30-fold greater sensitivity than the sen-
or based on oxalacetate decarboxylase and pyruvate oxidase
escribed in a previous article (Kihara et al., 1984a,b) which
ad sensitivities of 8.34 × 10−3 and 1.21 × 10−2 nA/min U−1 l
f AST and ALT, respectively. Whereas the proposed sequential

rocedure had sensitivities of 0.259 and 0.326 nA/min U−1 l for
ST and ALT, respectively.
The combination of the nafion membrane and palladium

lectrode allows achievement of high sensitivity with high relia-

U

Z

electronics 22 (2007) 2914–2920

ility upon repeating measurements. It can be expected that, by
ptimizing the procedures and reagent compositions e.g. using
ubstrate initiation procedure instead of enzyme initiation pro-
edure to prevent the inhibition of substrate, combination of a
ortable measuring device with the sensor strip developed in this
tudy. Useful and cost-efficient operation biosensor can be devel-
ped for the rapid screening of aminotransferase is possible.
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